[Usefulness of 5F superflexible catheter for hepatic arterial embolization].
A case of hepatocellular carcinoma with marked stenosis of the celiac axis is treated by transcatheteric arterial embolization with 5F superflexible catheter. This catheter is made of polyurethane, and suitable for superselective angiography and embolization.